
The product mentioned above had been irradiated by the    Co y-ray and received the following doses
within the precision limit of the dosimetry system employed :
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GAMMA IRRADIATION REPORT

Product Name

Volume

Catalogue Number

Lot Number

Radiation Date

Radiation Lot

Sterilization Dose Required by Customer

: Spoon, PS, Sterile, 10 mL

: 10 ml

: 06287-40 

: SPPSS22001001

: 26.08.2022 – 27.08.2022 

: 220326

: min. 10 kGy - max. 40 kGy

Absorbed Dose

Dosimeter Lot No

: 13,1 kGy

: 201228


